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Perchlorate  (C104-)  has  emerged  as  a  widespread  environmental 
contaminant  and  has  been  detected  in  various  food  products  and  even 
in  human  breast  milk  and  urine.  This  research  developed  a  sensing 
technique  based  on  surface-enhanced  Raman  scattering  (SERS)  for  rapid 
screening  and  monitoring  of  this  contaminant  in  groundwater  and  surface 
water.  The  technique  was  found  to  be  capable  of  detecting  C104~  at 
concentrations  as  low  as  10-9  M  (or  ~0.f  pg/L)  by  using  2-dimethyl- 
aminoethanethiol  (DMAE)  modified  gold  nanoparticles  as  a  SERS 
substrate.  Quantitative  analysis  of  CIO4-  was  validated  with  good 
reproducibility  by  using  both  simulated  and  contaminated  groundwater 
samples.  When  coupled  with  a  portable  Raman  spectrometer,  this 
technique  has  the  potential  to  be  used  as  an  in  situ,  rapid  screening  tool 
for  perchlorate  in  the  environment. 

Index  Headings:  Perchlorate;  Detection  limit;  Surface-enhanced  Raman 
scattering;  SERS;  Sensor;  Groundwater;  Gold  nanoparticles. 


INTRODUCTION 

New  technologies  for  rapid  screening  and  quantitative 
analysis  of  perchlorate  (C104-)  in  the  environment  are  of  great 
interest  since  perchlorate  has  emerged  as  a  widespread 
contaminant  in  groundwater  and  surface  water  in  the  United 
States  (US).1-4  Perchlorate  has  been  detected  in  drinking  water, 
plants,  food  products,  and  human  urine  and  breast  milk  in 
many  areas  of  the  US  and  abroad.5-8  Perchlorate  is 
manufactured  primarily  for  use  as  an  ingredient  of  solid  rocket 
propellant  and  explosives  but  is  also  known  to  fonn  naturally, 
such  as  that  found  in  the  hyperarid  Atacama  Desert  in 
Chile.1-3,9-11  Recent  studies  also  indicate  that  naturally 
forming  perchlorate  is  more  widespread  than  originally  thought 
(only  in  the  arid  regions),  and  this  explains  the  wide 
occurrences  of  sub-parts  per  billion  (ppb)  concentration  levels 
of  perchlorate  in  the  environment  where  no  anthropogenic 
sources  are  known  to  exist.10,12-14  Because  of  its  potential 
health  effects  on  thyroid  function  by  interfering  with  iodide 
uptake,  the  widespread  occurrence  of  perchlorate  in  the 
environment  has  generated  considerable  interest  in  its  contam¬ 
ination  source,  risk  assessment,  and  detection  and  remediation 
technologies.  Perchlorate  is  highly  soluble  and  exceedingly 
mobile  in  aqueous  systems  and  can  persist  for  many  decades 
under  typical  groundwater  and  surface  water  conditions.15 
Therefore,  methods  for  rapid  and  sensitive  assay  of  this 
contaminant  are  particularly  useful  for  its  monitoring  and 
detection  in  the  environment. 

Various  techniques  such  as  ion  chromatography  (IC), 14,16 
electro-spray  mass  spectrometry  (MS),  IC-MS,  and  IC-MS- 
MS,2,17  ion-selective  electrodes,18,19  and  capillary  electropho¬ 
resis17,20  have  been  well  developed  and  are  routinely  used  for 
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perchlorate  detection  and  analysis.  Currently,  IC  is  perhaps  the 
most  commonly  used  technique  for  the  analysis  and  screening 
of  perchlorate  in  environmental  samples,  although  IC-MS  or 
EPA  Methods  6850  and  6860  are  preferred  because  of  the 
specificity  of  MS  in  identifying  CIO4-  in  complex  environ¬ 
mental  matrices.  However,  these  methods  are  usually  per¬ 
formed  in  analytical  laboratories  and  require  sample 
preparation  and  lengthy  analytical  time.  For  rapid  screening 
and  long-tenn  monitoring,  in  situ,  nondestructive,  and  sensitive 
analysis  of  CIO4-  is  highly  preferred.  Ion-selective  electrodes 
have  been  developed  for  such  purposes,  but  their  sensitivity 
and  selectivity  remain  an  issue  to  be  improved.17-19 

The  surface-enhanced  Raman  scattering  (SERS)  technique 
has  the  potential  to  allow  rapid,  sensitive,  and  in  situ  detection 
of  CIO4-.  SERS  refers  to  the  observation  that  the  apparent 
Raman  cross-section  for  an  analyte  adsorbed  on  roughened 
metal  surfaces  (e.g.,  silver  or  gold)  is  enhanced  by  many  orders 
of  magnitude  over  their  nonnal  values,  allowing  the  detection 
up  to  single  molecular  levels.21-24  The  characteristic  vibra¬ 
tional  frequency  of  the  symmetric  stretch  for  CIO4-  at  about 
950  cm-1  (dehydrated)  and  930  cm-1  (in  aqueous  solution) 
also  makes  the  technique  highly  selective.  However,  the  key 
for  this  technology  to  be  useful  is  the  development  of  robust, 
sensitive,  and  reproducible  SERS  substrates,  on  which  the 
Raman  signal  could  be  substantially  enhanced.  Using  rough¬ 
ened  gold  electrode  surfaces  in  a  flow  cell,  previous  studies 
have  shown  that  the  technique  was  capable  of  detecting  CIO4- 
at  10-4-10-5  M  concentration  levels,25  and  recent  investiga¬ 
tions  reached  a  detection  limit  of  about  10-6-10-7  M  by  using 
surface-modified  gold  or  silver  nanoparticles  as  SERS 
substrates.26-29  However,  improved  sensitivity  (e.g.,  <10-8 
M),  reproducibility,  stability,  and  uniformity  remain  significant 
issues  before  SERS  can  be  used  as  a  routine  analytical  tool  for 
CIO4-  detection.  Additionally,  the  quantitative  relation  or 
linearity  has  been  found  only  within  limited  concentration 
ranges  of  the  analyte  or  is  nonexistent  because  of  problems 
associated  with  poor  reproducibility  and  substrate  stabili- 
ty  25,27,30-33  qqle  surface  modification,  which  may  allow 
analyte  to  be  sorbed  or  concentrated  and  distributed  unifonnly 
on  a  substrate,  has  been  proposed  as  one  of  the  key  steps  for 
enhancing  the  sensitivity,  reproducibility  and  linearity  of 
SERS.26-28,30-32  Here  we  report  a  new  SERS  technique  for 
detecting  CIO4-  at  concentrations  as  low  as  10-9  M  (or  0.1 
ppb)  by  using  2-dimethylaminoethanethiol  modified  gold 
nanoparticles  as  a  SERS  substrate. 

MATERIALS  AND  METHODS 

All  chemicals  used  in  this  experiment  were  of  reagent  grade 
or  better.  Gold  chloride  trihydrate  (HAuCl4-3H20),  nitric  acid 
(HNO3)  (70%),  2-dimethylaminoethanethiol  hydrochloride 
(DMAE)  [(CH3)2NCH2CH2SH  HC1]  (98%),  sodium  citrate 
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TABLE  I.  Major  anionic  composition  of  two  field  groundwater  samples 
(GW-1  and  GW-2)  and  a  simulated  groundwater  sample  (SGW). 


Property 

SGW 

GW-1 

GW-2 

Perchlorate  (pM) 

0-1 

8.3 

0.01 

Chloride  (mM) 

1.0 

0.28 

3.0 

Sulfate  (mM) 

0.1 

0.16 

0.49 

Nitrate  (mM) 

0.1 

0.16 

0.52 

Phosphate  (mM) 

0.1 

NDa 

ND 

Bicarbonate  (mM) 

0 

2.8 

3.1 

pH 

6.5 

7.3 

8 

a  ND  =  lion-detectable. 


(NaiCf,Hfl07)  (98%),  sodium  borohydride  (NaBH4)  (98%),  and 
hydrochloric  acid  (HC1)  (36.5%)  were  obtained  from  Aldrich 
(St.  Louis,  MO).  Sodium  perchlorate  (NaCIOrfLO)  was 
purchased  from  EM  Science  (Cherry  Hill,  NJ).  Micro-glass 
slides  were  from  Corning  Glass  Works  (Corning,  NY).  For 
substrate  and  solution  preparations,  deionized  water  (18.2  MQ 
cm)  was  used  throughout  the  experiment.  All  glassware  was 
cleaned  in  a  freshly  prepared  acid  bath  and  rinsed  thoroughly 
with  deionized  water  prior  to  use. 

Colloidal  Au  nanoparticles  were  prepared  according  to 
previously  published  methods.30,34  In  brief,  a  “seed”  colloidal 
suspension  of  Au  was  first  prepared  by  mixing  1  mL  of  1% 
aqueous  HAuCLG^O  in  100  mL  of  H2O  with  vigorous 
stirring  for  about  1  min,  followed  by  sequential  additions  of  1 
mL  of  1%  trisodium  citrate  and  1  mL  of  0.075%  NaBH4  in  1% 
trisodium  citrate.  This  seed  Au  suspension  was  stirred 
continuously  for  an  additional  5  min  and  then  stored  at  4  °C. 
Au  nanoparticles  of  —54  nm  in  diameter  were  then  prepared  by 
heating  900  mL  of  dilute  HAuCL  solution  (—0.004%)  to 
boiling,  followed  by  the  addition  of  1  mL  of  the  “seed”  Au 
nanoparticles  and  3.6  mL  of  a  1%  trisodium  citrate  solution. 
The  solution  mixture  was  refluxed  for  an  additional  10  min 
before  it  was  cooled  under  stirring.  The  average  size  of 
synthesized  Au  nanoparticles  (—54  nm)  was  determined  by 
means  of  dynamic  light  scattering  using  a  ZetaPlus  particle  size 
analyzer  (Brookhaven  Instruments,  Holtsville,  NY).  Data  were 
collected  for  every  batch  of  the  Au  colloid  at  room  temperature. 

The  DMAE-modified  Au  nanoparticles  were  prepared  by 
adding  0.28  g  DMAE  into  400  mL  of  the  above  prepared  Au 
colloid  suspension,  upon  which  the  color  of  the  Au  colloids 
immediately  turned  from  red  to  deep  purple,  suggesting  the 
aggregation  of  Au  nanoparticles  by  interacting  with  DMAE. 
The  UV-visible  spectrum  showed  a  red  shift  in  its  primary 
absorption  maxima  from  525  to  790  nm,  the  latter  of  which  is 
attributed  to  multipolar  resonances  of  Au  nanoparticles  in 
higher-order  coupled  spheres.35,36  After  mixing  for  approxi¬ 
mately  5  h,  the  suspension  was  centrifuged  at  14000  rpm,  and 
the  concentrated  Au  nanoparticles  were  collected,  washed  with 
deionized  water,  and  re-suspended  in  0.01  M  HC1  solution  (pH 
—  2)  and  used  as  a  SERS  substrate  for  perchlorate  detection. 
This  concentrated  Au  nanoparticle  suspension  was  found  to  be 
stable  for  at  least  8  months  (after  preparation),  although 
ultrasonification  is  necessary  to  ensure  well  dispersed  Au 
colloids  before  use. 

For  SERS  analysis,  the  analyte  CIO4-  solution  in  the 
concentration  range  of  10-9  to  10-4  M  was  prepared  by 
dilution  in  series  (10X)  from  a  stock  solution  of  10“3  M  in 
deionized  water.  To  evaluate  potential  matrix  interferences 
from  competing  ions,  measurements  were  also  perfonned  in  a 


synthetic  groundwater  (SGW)  consisting  of  a  mixture  of 
S042“,  P043-,  and  NO3-,  each  at  10-4  M^nd  CL  at  I  0-3  M. 
In  addition,  two  contaminated  groundwater  samples  (GW-1 
and  GW-2)  were  obtained  from  a  field  site  in  northern 
California  and  used  for  testing.  Table  I  lists  major  anionic 
compositions  and  pH  of  the  groundwater  and  SGW.  The 
analyte,  SGW,  or  GW  samples  (0.1  mL)  were  then  mixed  with 
0.1  mL  of  the  modified  Au  nanoparticle  concentrate  and  0.8 
mL  of  water  for  analysis.  A  small  drop  (—10  pL)  of  the  mixed 
suspension  was  placed  on  a  glass  slide  and  air-dried,  and  SERS 
spectra  were  collected  after  about  30  min. 

Raman  spectra  were  obtained  using  the  Renishaw  micro- 
Raman  system  equipped  with  a  near-infrared  diode  laser  at  a 
wavelength  of  785  nm  for  excitation  (Renishaw  Inc,  New 
Mills,  UK).26,27,30  The  laser  beam  was  set  in  position  with  a 
Leica  Raman  imaging  microscope  equipped  with  a  50X 
objective  lens  (0.5  numerical  aperture)  at  a  lateral  spatial 
resolution  of  —2  pm.  The  optics  polarization  was  set 
perpendicular  to  the  laser,  and  its  intensity  at  the  exit  of  the 
objective  lens  was  —1  mW  by  using  a  set  of  neutral  density 
filters.  A  charge-coupled  device  (CCD)  array  detector  was  used 
to  achieve  signal  detection  from  a  1200  grooves/mm  grating 
light  path  controlled  by  Renishaw  WiRE  software  and  analyzed 
by  Galactic  GRAMS  software. 

RESULTS  AND  DISCUSSION 

Quantitative  Analysis  of  Perchlorate.  Surface-enhanced 
Raman  scattering  spectra  of  perchlorate  were  first  examined  at 
concentrations  ranging  from  10“ 10  to  10-6  M  in  purified  water, 
and  each  spectrum  in  Fig.  1A  was  offset  for  clarity.  The 
primary  Raman  scattering  peak  (due  to  symmetric  stretching 
vibration)  of  CIO4-  occurred  at  about  934  cm-1,  which  is 
consistent  with  literature  data  using  both  normal  and  surface- 
enhanced  Raman  spectroscopic  techniques.25-27,29  The  lowest 
CIO4-  concentration  detected  was  about  10-10  M,  and  a  small 
CIO4-  peak  was  visible  (spectrum  b).  However,  the  detection 
limit  was  estimated  at  10-9  M  (or  —100  ng/L)  with  a  signal-to- 
noise  ratio  greater  than  3.  These  results  suggest  that  the  SERS 
technique  was  extremely  sensitive  to  C104-  through  the  use  of 
DMAE-modified  Au  nanoparticle  substrates.  This  detection 
limit  is  about  two  orders  of  magnitude  lower  than  those 
reported  recently  by  using  either  cystamine-modified  gold 
nanoparticles27  or  positively  charged  silver  nanoparticles 
sorbed  with  polyethyleneimine  fragments  (containing  primary 
amino  and  amide  functional  groups).29  These  techniques  give  a 
relatively  high  background  scattering  resulting  from  compli¬ 
cated  molecular  structures  of  the  organic  modifiers  (both 
cystamine  and  polyethyleneimine  or  its  fragments).27,29  The 
background  scattering  in  the  spectral  region  between  900  and 
950  cm-1  could  interfere  with  the  detection  of  CIO4-  or 
overlap  with  the  Raman  band  of  CIO4-,  especially  at  sub¬ 
micromolar  concentration  levels.  On  the  other  hand,  no 
significant  background  Raman  scattering  was  observed  in  the 
spectral  region  of  —890-960  cm-1  by  using  DMAE-modified 
Au  nanoparticles  as  SERS  substrates  (Fig.  1A,  spectrum  a). 

To  our  knowledge,  this  is  the  first  time  that  DMAE  has  been 
used  as  a  modifier  for  SERS  detection  of  CIO4-.  The  rationale 
for  using  DMAE  is  based  on  the  development  of  selective  ion 
exchangers  for  CIO4-  sorption,  in  which  the  selectivity  is 
found  to  strongly  depend  on  the  charge  and  size  of  the 
quaternary  alkyl-ammonium  functional  groups.3,37  The  elec¬ 
trostatic  attraction  between  CIO4-  anions  and  positively 
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Fig.  1.  (A)  Raman  spectroscopic  analysis  of  CIO4  at  concentrations  of  (a)  0,  ( b )  10  10,  (c)  10  9,  (d)  1 0  8,  (e)  10  7,  and  (/)  10  6  M  using  DMAE-modified  Au 

nanoparticles  as  a  SERS  substrate;  (B)  a  log-log  plot  of  the  peak  intensity  at  934  cir1  against  the  CIO4  concentration. 


charged  DMAE-modified  Au  nanoparticles  enables  a  close 
contact  and  the  concentration  of  CIO4-  onto  Au  nanoparticle 
surfaces.26,27  Additionally,  the  amine  functional  groups  could 
have  facilitated  the  aggregation  of  Au  nanoparticles,  which  is 
necessary  to  obtain  strong  electromagnetic  plasmon  enhance¬ 
ment  on  gold  metal  surfaces.21-23  Theoretical  calculations  have 
shown  that  the  maximal  SERS  signal  could  be  obtained  when 
the  analyte  molecule  is  situated  within  the  nanoneck  regions  of 
adjacent  metal  nanoparticles,  where  maximal  electromagnetic 
field  enhancement  is  achieved  upon  laser  excitation.21,38 
Therefore,  the  use  of  DMAE-modified  Au  SERS  substrates 
offers  advantages  in  sensitive  detection  of  CIO4-  in  aqueous 
media.  It  yielded  an  enhancement  factor  of  about  107— 108 
because,  by  using  normal  Raman  spectroscopy  (or  without 
using  Au  nanoparticles),  no  Raman  signal  could  be  detected 
directly  from  the  aqueous  solution  at  perchlorate  concentrations 
below  10-2  M.27 

Analysis  of  the  spectra  (Fig.  1A)  also  showed  that  the 
Raman  band  at  934  cm-1  increased  consistently  with  an 
increase  of  aqueous  CIO4-  concentrations.  A  logarithm  plot 
between  the  peak  intensity  and  the  CIO4-  concentration  yielded 
a  linear  relationship  over  a  wide  concentration  range  between 
10-10  and  10-6  M  (Fig.  IB).  This  observation  is  consistent 
with  that  observed  for  the  detection  of  pertechnetate  (TcCU-) 
ions  by  using  similar  techniques.30  Sackmann  and  Materby 
also  reported  that  the  SERS  intensity  of  adenine  increased 
exponentially  with  its  concentration  when  silver  colloids  were 
used  as  a  SERS  substrate.33  These  observations  suggest  that  the 
technique  could  potentially  be  used  as  a  quantitative  or  semi- 
quantitative  tool  for  the  analysis  or  rapid  screening  of 
perchlorate  in  aqueous  media. 

The  surface  modification  of  Au  nanoparticles  with  DMAE 
enabled  not  only  a  high  sensitivity  but  also  a  good 
reproducibility  in  detecting  CIO4-  in  aqueous  solution.  The 
spot-to-spot  reproducibility  of  Raman  signal  at  934  cm-1  was 
evaluated  by  randomly  selecting  about  six  spots  under  the 
microscope  and  measuring  their  corresponding  SERS  spectra 
(Fig.  2).  Results  indicate  that  all  spectra  virtually  overlap  (note 
that  a  small  y-axis  offset  was  used  for  clarity).  The  standard 
deviation  of  the  peak  intensity  at  934  cm-1  was  about  16% 
from  these  different  spots.  Similarly,  the  batch-to-batch 


variations  were  found  to  be  about  ±15%  when  different 
batches  of  the  modified  Au  nanoparticles  were  used.  These 
observations  are  attributed  to  the  fact  that  positively  charged 
amine  functional  groups  result  in  the  sorption  and  thus  an  even 
distribution  of  CIO4-  on  Au  nanoparticles.  Also,  as  indicated 
earlier,  the  amine  functional  groups  could  have  facilitated  the 
aggregation  of  Au  colloids,  as  evidenced  by  the  self-assembly 
of  DMAE-modified  Au  nanoparticles  (Fig.  2,  inset).  Without 
surface  modification,  the  analyte  would  be  unlikely  to  be 
distributed  evenly  when  it  dries  or  crystallizes  on  metal 
nanoparticle  surfaces  (one  of  the  contributing  factors  to 
observations  of  so-called  “hot  spots”).  The  probability  of 
finding  such  hot  spots  is  usually  extremely  low  for  detecting 
the  target  analyte.22,23  Nie  and  Emory  have  shown  that  about 
one  in  100  to  1000  silver  colloids  are  perhaps  “hot”  or  SERS- 
active.22  This  has  been  a  major  limiting  factor  for  the  use  of 
SERS  as  a  routine  analytical  tool.  Therefore,  techniques  using 
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Fig.  2.  SERS  spectra  of  CIO4  (1  X  1 0  s  M)  obtained  from  six  randomly 
selected  spots  (inset)  on  a  substrate  made  of  DMAE-modified  Au  nanoparticles. 
Each  spectrum  was  offset  for  clarity,  and  the  error  bar  represents  a  standard 
deviation  of  about  16%  at  peak  position  934  cm-1. 
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Fig.  3.  (A)  SERS  spectroscopic  analysis  of  CIO4  in  the  presence  of  background  electrolytes  of  SO42  ,  PO43-,  and  NOs  at  1 0  4  M  each,  and  Cl  at  1 0  3  M. 

Perchlorate  concentrations  varied  from  (a)  0,  ( b )  1 0  9,  (c)  1 0  id)  ]  0  1 .  to  (el  1 0  6  M.  (B)  A  log-log  plot  of  the  peak  intensity  at  934  cir1  against  the  Cl()4 
concentration. 


surface  modified  Au  nanoparticles  as  SERS  substrates  offer 
clear  advantages  here  for  detecting  CIO4-  with  improved 
sensitivity  and  reproducibility.29,30 

Analysis  of  Perchlorate  in  Contaminated  Samples.  To 
assess  the  potential  interferences  in  the  quantitative  analysis  of 
CIO4-  in  realistic  contaminated  water  samples,  we  further 
examined  the  detection  of  CIO4-  in  the  presence  of  orders  of 
magnitude  higher  concentrations  of  background  electrolytes 
including  SO42-,  PO43-,  and  NO3-,  each  at  10-4  M,  and  Cl-  at 
10-3  M.  The  resulting  SERS  spectra  are  shown  in  Fig.  3A.  In 
comparison  with  those  shown  in  Fig.  1A,  the  general  features 
of  the  spectra  remain  unchanged  with  the  exception  of  the  band 
at  1045  cm-1  (Fig.  3 A),  which  was  assigned  to  the  stretching 
vibration  of  the  NO3-  ion.  However,  we  note  that  the  peak 
intensity  at  1045  cm-1  decreased  considerably  with  increasing 
concentrations  of  CIO4-  in  solution,  especially  at  concentra¬ 
tions  of  10-7  and  10-6  M.  These  observations  suggest  possible 
competitive  interactions  between  CIO4-  and  NO3-  ions  for 
sorption  onto  the  Au  nanoparticle  substrate.  The  fact  that  the 
nitrate  band  at  1045  cm-1  was  substantially  suppressed  could 
be  attributed  to  the  preferential  sorption  of  CIO4-  ions  because 
of  limited  sorption  sites  on  DMAE-modihed  Au  nanoparticles. 
Similar  observations  have  been  reported  when  cystamine- 
modified  gold  nanoparticles  were  used  for  the  detection  of 
CIO4-  and  NOs”. 27 

Although  S042“  and  PO43  show  vibrational  bands  at  about 
980  and  925  cirr1,  respectively,39  their  Raman  scattering 
apparently  was  not  enhanced  by  using  DMAE-modihed  Au 
nanoparticles  as  a  SERS  substrate  and  thus  did  not  significantly 
interfere  with  the  detection  of  CIO4-  ions  (Fig.  3).  These 
results  suggest  that  the  SERS  substrate  enhanced  the  Raman 
scattering  only  for  some  selected  anionic  species,  although 
exact  mechanisms  by  which  the  Raman  scattering  of  different 
ions  or  molecules  is  selectively  enhanced  remain  a  subject  of 
intensive  investigation.2 1-24,27,39  One  possible  explanation  is 
that  SO42-  and  PO43-  ions  are  only  weakly  sorbed  on  the 
SERS  substrate  because  of  their  relatively  high  hydration 
energy  as  compared  with  that  of  the  CIO4-  ion.3  However,  we 
note  that  the  presence  of  these  background  ionic  species  did 
cause  overall  decreased  peak  intensities  at  934  cm-1  for 
perchlorate.  For  example,  at  the  CIO4-  concentration  of  10-6 
M,  its  peak  intensity  decreased  about  35%  as  compared  with 


that  measured  in  deionized  water  (Fig.  1A).  Such  a  decrease  in 
peak  intensities  of  CIO4-  can  be  expected  because  of  the 
presence  of  2  to  5  orders  of  magnitude  higher  concentrations  of 
background  ionic  species  (NO3-,  SO42-,  PO43-,  Cl-),  which 
may  compete  for  interactions  with  the  SERS  substrate  and  thus 
reduce  the  scattering  signal  of  perchlorate.  On  the  other  hand, 
the  presence  of  these  background  electrolytes  did  not  appear  to 
impact  the  quantitative  analysis  of  perchlorate,  and  a  plot  of  the 
peak  intensity  (at  934  cm-1)  and  the  CIO4-  concentration 
yielded  a  linear  relationship  on  a  log  scale  (Fig.  3B).  These 
results  again  indicate  that  the  DMAE-modihed  Au  SERS 
substrates  could  be  used  for  quantitative  or  semi-quantitative 
analysis  of  CIO4-  in  aqueous  media.  The  technique  has  the 
potential  to  be  used  as  a  rapid  screening  tool  for  environmental 
analysis  because  portable  Raman  spectrometers  are  readily 
available  and  relatively  inexpensive. 

We  further  analyzed  two  contaminated  groundwater  samples 
obtained  from  a  held  site  in  Northern  California.  The 
groundwater  GW-1  contained  a  CIO4-  concentration  of  8.3  X 
10-6  M,  which  is  about  three  orders  of  magnitude  lower  than 
the  concentration  of  competing  ions  listed  in  Table  I.  The  other 
sample  (GW-2)  had  a  CIO4-  concentration  of  1  X  10-8  M, 
which  is  hve  to  six  orders  of  magnitude  lower  than  the 
concentration  of  competing  ions  in  the  water.  These  samples 
were  analyzed  as  is  or  diluted  10  times  with  deionized  water, 
and  the  results  are  shown  in  Fig.  4.  Using  Fig.  3B  as  the 
standard  calibration  curve,  the  calculated  CIO4-  concentrations 
were  7.86  X  10-6  and  1.02  X  10-8  M  for  undiluted  GW-1  and 
GW-2  samples,  respectively. 

These  data  are  in  good  agreement  with  those  obtained  using 
ion  chromatography,  which  were  8.3  X  10-6  and  1  X  10-8  M 
(Table  I).  However,  for  10X  diluted  samples,  the  SERS 
analysis  substantially  overestimated  the  CIO4-  concentrations, 
which  were  3.43  X  10-5  and  1.15  X  10-8  M  for  the  GW-1  and 
GW-2  samples.  These  observations  are  not  surprising  because 
the  background  electrolyte  concentrations  in  diluted  samples 
were  substantially  lower  than  those  used  in  the  calibration 
“standards”  (Fig.  3B).  As  a  result,  an  increased  SERS  signal 
was  observed  for  CIO4-  because  of  fewer  matrix  interferences 
in  the  diluted  samples.  However,  by  using  the  calibration  curve 
in  Fig.  IB  (in  deionized  water),  the  calculated  CIO4- 
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Fig.  4.  SERS  spectra  of  two  contaminated  groundwater  samples  (GW-1  and 
GW-2)  (a)  without  dilution  or  ( b )  with  a  10X  dilution.  The  CIO4- 
concentrations  in  undiluted  GW-1  and  GW-2  were  8.3  X  10-6  and  1  X  10-8 
M  (Table  I). 

concentration  in  GW-1  was  1.08  X  10“ 3 4  5  M,  which  is  close  to 
its  true  value  measured  using  ion  chromatography. 

These  results  emphasize  the  need  to  prepare  samples  and 
reference  standards  in  the  same  or  similar  matrices,  as  a 
common  practice  used  in  any  quantitative  analysis.  For 
practical  applications,  future  studies  and  validation  will  be 
needed  in  order  to  cover  a  wide  variety  of  environmental 
conditions  for  perchlorate  detection;  standard  addition  tech¬ 
niques  may  be  used  to  correct  matrix  interferences  and  thus  to 
ensure  good  reproducibility  in  quantitative  analysis. 
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